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SUMMARY 


The performance of two multielement, multiplexed Ge:Ga linear arrays under low-background 
conditions has been investigated. The on-focal-plane switching is accomplished by MOSFET 
switches, and the integrated charge is made available through MOSFET source followers. The tests 
were conducted at 106 |im, and the radiation on the detectors was confined to a spectral window 
1.25 ^im wide using a stack of cold filters. At 4.2 K, the highest responsivity was 584 A/W , the noise 
equivalent power was 1.0 x lO - ^ W/\'I Iz, and the read noise was 6100 electrons/sample. A detailed 
description of the test setup and procedure is presented. 


INTRODUCTION 


The development of infrared detector arrays with focal-plane electronics and multiplexed cir- 
cuitry has enjoyed a major thrust in the past several years. The advantages of these systems for low- 
background astronomy have been studied in detail and have been demonstrated in laboratory and 
field observations. For an early demonstration of this concept, one may refer to the results obtained 
by the successful Infrared Astronomical Satellite (IRAS) mission which used 62 discrete detectors in 
its focal plane. A recent evaluation of Si:Sb and Si:Ga 58- x 62-element arrays in the spectral range 
of 4 to 31 (im showed substantial improvements in responsivity, read noise, and dark current, making 
these arrays even more attractive for low-background observations (ref. 1). 

The future projects for space-based observatories such as the Space Infrared Telescope Facility 
(SIRTF) (ref. 2) and the Large Deployable Reflector (LDR) (ref. 3), however, introduce new chal- 
lenges to the development of integrated arrays. With the entire spectral window, from near-infrared 
to millimeter waves, open for astronomical studies, it has become imperative to extend state-of-the- 
art integrated detector technology to the longer wavelength regions. In recent years, progress has 
been made in developing discrete far-infrared and submillimeter detectors, such as extrinsic ger- 
manium (refs. 4-7) and gallium arsenide (ref. 8) photoconductors, which have achieved or show 
promise of achieving background-limited performance in the near future. The progress in discrete 
detector technology in this region has paved the way for the development of integrated far-infrared 
detector arrays. 
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As part of the continuing effort at this laboratory to bring state-of-the-art detector technology to 
the astronomy community, we have studied the performance of two multielement, multiplexed 
Ge:Ga detector arrays at 106 pm. Module 01 is a 1- x 4-element detector array with discrete 
MOSFETs, and Module 02 is a 1- x 2-element array with discrete unit cells but with integrated 
MOSFETs for each cell. The arrays and their support electronics were developed by Aerojet Elec- 
troSystems Company (ref. 9). The fundamental parameters of each array, such as responsivity and 
noise, were measured under low-background conditions. 

The authors would like to thank Herb Pickett for allowing the use of his laboratory facilities and 
Manfred Birk, Dean Peterson, and Tim Crawford for their help in measuring the spectral transmis- 
sion of our Fabry-Perots on the Bruker interferometer at the Jet Propulsion Laboratory. 


OPTICAL LAYOUT 


The optical configuration of the detector system is shown in figure 1. The detector assembly is 
placed on the cold plate of a bottom-looking He-cooled Dewar (Model HD3-8, Infrared Laborato- 
ries). The window to the outside is blanked off and an internal blackbody is used to provide the cali- 
brated radiation on the detector. 

The blackbody is an oxygen-free copper cylinder about 1 in. in diameter and 2 in. in length. To 
provide unit emissivity, the cylinder is painted on the inside with infrared-absorbing black paint 
(Ames 24E) (ref. 10). The absorption of this paint was found to be better than 99% in the spectral 
range from 25 to 200 (im. The output aperture of the cylinder is about 0.2 in. in diameter. This 
aperture, however, is not the limiting aperture of the system. The 0.004-in. manganin wire wrapped 
around the outside of the cylinder provides the means to heat the cylinder to the desired temperature. 
A calibrated silicon diode (DT 500, Lakeshore Cryotronics) and a calibrated carbon resistor placed 
on the top, opposite the output aperture, monitor the (absolute) blackbody temperature to within 
±0.6 K in the range of 1,4 K to 80 K. The cylinder is suspended inside a black-painted cavity by a 
stainless steel hypodermic needle. Two stainless steel 2-56 screws provide additional thermal paths 
from the inside cylinder to the outside cold environment. The screws are torqued so that a convenient 
thermal time-constant is obtained without introducing an excessive heat load on the He bath. The 
blackbody is attached to the top of the 4.2-K aluminum baffle box covering the detector array. 

Immediately below the blackbody is a copper disk with a 0.100-in. hole at its center. This aper- 
ture is the cold-limiting aperture of the system; it confines the field of view of each detector element 
to 3° (f/18.5) for Module 01 and 4° (f/14) for Module 02. The solenoid-operated cold aluminum 
shutter placed below the limiting aperture is used to isolate the array from the blackbody radiation 
when necessary. The temperature of the limiting aperture, as well as that of the cold shutter, can be 
monitored using the two sensors attached to them. In order to prevent 77-K radiation from leaking 
from the liquid nitrogen jacket into the detector area, the blackbody, the limiting aperture, and the 
shutter are all housed inside a baffle box attached to the cold plate. 

The detector assembly is housed inside two baffle boxes, both of which are attached to the cold 
plate. Every precaution is taken to ensure that the baffle boxes are light tight so that the only 
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radiation on the array is from the blackbody. All baffle boxes are painted black on the inside with 
Ames 24E infrared- absorbing paint to reduce stray radiation. The wires to the focal-plane electronics 
are anchored to the cold plate and are connected to the outside through light-tight feedthroughs. 

The low-background environment is established using a stack of four cold filters and four cold 
apertures placed between the filters. The filters and the aperture disks are placed inside a cylindrical 
holder attached to the cold plate. The combination of the four filters provides a spectral window 
1.25 pin wide (full width at half maximum) centered at 106 pm. The unwanted radiation over the 
entire active range of the array outside this bandpass window is either absorbed or scattered. The 
cold filters used are the following: 

1. A free-standing mesh Fabry-Perot bandpass filter. The Fabry-Perot was made in-house by 
stretching 1000-line/in„ free-standing copper mesh (ref. 11) (Buckbee Mears Operation) over a 
precision-made stainless steel ring. Two such reflectors were then placed in parallel, separated by a 
precision steel shim-stock spacer about 0.004 in. thick. This Fabry-Perot was designed to have its 
second order centered at about 100 pm with a finesse of about 50, a bandwidth (full width at half 
maximum) of about 1.0 pm, and a free spectral range of 50 cm- 1 . Considering the imperfections and 
losses in the meshes and the error in measuring the thickness of the shim-stock spacer, a deviation 
from the designed parameters was expected. With the Fabry-Perot cooled to 4.2 K, a high-resolution 
(0.1 cm -1 ) spectral transmission test using a Beckman interferometer indicated that the second order 
of this Fabry-Perot peaks at about 105.9 pm (94.45 cm -1 ), is about 1.25 pm (1.1 cm -1 ) wide, and is 
50% transmissive. The free spectral range is, therefore, 47.2 cm -1 , and the finesse is about 43. 

2. A single-crystal KC1 Reststrahlen filter. This is a 2-mm-thick disk with 60% transmission at 
106 pm. 

3. A diamond- scatter low-pass filter. This filter was made by depositing 30-pm diamond pow- 
der on O.OOl-in.-thick white polyethylene. Its measured transmissivity is 85% at 106 pm. 

4. A black polyethylene low-pass filter. This is a 0.006-in. -thick sheet sandwiched between two 
copper aperture disks, and it is 70% transmissive at 106 pm. 

The spectral transmissions of the filters were measured on a Beckman Fourier- transform inter- 
ferometer at 4.2 K; they are shown in figures 2 through 5. Similar Fabry-Perots were measured using 
the Bruker interferometer at the Jet Propulsion Laboratory (Pasadena, Calif.) as a cross-check. The 
results were consistent and repeatable. A combined transmission plot of the filter stack is obtained by 
multiplying the individual plots (fig. 6). 

The cold-limiting apertures placed between the filters define a solid angle rejecting all the radi- 
ation outside the cone. The apertures were painted black to absorb any radiation incident on them. 
The combination of the spectral and spatial filtering not only ensures a low-background environ- 
ment, but also enables us to determine the exact amount of radiation on the detector. 
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DETECTOR ARRAY MODULE 01 


Detector Assembly 

The detector array Module 01 consists of eight discrete front-illuminated detector elements, only 
four of which are active, placed in a row and indium-soldered to a common bias board. The active 
detectors, along with their cold electronics, are designated in this report as channels 3 through 6, to 
be consistent with the Aerojet report (ref. 9). Each detector element is 1 x 1 mm on the front face and 
about 2 mm long. The back face of each detector is beveled at 18° to increase the absorption length 
by inducing total internal reflection (ref. 12). The array is connected to the readout circuitry by pres- 
sure contact between the detectors and the indium pads deposited on the sapphire circuit board. 
Because of the difficulty in using an integrated multiplexing chip, the readout circuitry was made 
of discrete MOSFETs. Although this is not the optimum configuration for achieving low-noise, 
background-limited operation, it was implemented to demonstrate the potential of the array for low- 
background astronomy. The temperature of the array is monitored by a calibrated carbon resistor 
attached to the back of the circuit board. 

Focal-Plane Electronics 

The typical circuit for a single unit cell is shown in figure 7. Each cell operates in an integration- 
reset multiplexing scheme using discrete p-channel M104 MOSFETs for switching and AT4-163 
MOSFETs for the output source followers. The integrating element is the node capacitance at the 
gate of the output MOSFET, which includes all the parasitic capacitances associated with the 
MOSFET switches, the gate of the output MOSFET, and the connecting leads. The photocurrent 
generated by the detector is integrated on the node capacitance, and the signal voltage at the end of 
the integration time is made available through the output source-follower MOSFET. 

It was found that the reset switches generate a relatively large current during the reset pulse, 
which results in a charge-injected voltage of about -500 mV. This unwanted voltage, which is dif- 
ferent for each unit cell, is larger than the detector bias and must be compensated for in order for the 
detector to remain in the proper bias range. Applying +250 mV at the bias terminal results in a net 
bias of about -250 mV across each detector. Since the bias terminal is common to all the detectors, 
the net bias across each detector is not the same, a result of the nonuniformity in the charge-injected 
voltage created by tne MOSFET switches. Given the present circuit design, it is possible to reduce 
this dc nonuniformity by setting the reference voltage for each detector element accordingly. Having 
equal signals at the gates of the source-follower MOSFETs, however, does not guarantee equal out- 
put signals; this is because of the different MOSFET thresholds and gains. The output signals can be 
made equal by adjusting the reference voltages, but only at the expense of making the input signals 
and, therefore, the net bias voltages, unequal. 

Node Capacitance and Gain 

In order to evaluate the performance of the array, it is necessary to measure the total capacitance 
of the unit cell at the gate of the output source follower. This capacitance, which is inherent to the 


4 



unit cell, is a combination of all of the parasitic capacitances at this node and is responsible for the 
charge integration. The gain of the output source follower also needs to be measured; it is used in the 
calculation of the responsivity of the detector elements. 

The gain of each of the output MOSFETs is measured by injecting an ac signal at the V re f node 
of the desired unit cell, with the reset and the enable MOSFETs of that cell turned on. The signal at 
the source of the output MOSFET provides the gain. Figure 8 shows the circuit configuration for this 
measurement. 

To measure the node capacitance, a 2.2-pF capacitor is connected to the gate of the channel 3 
output MOSFET. Total node capacitance for this channel is the sum of this capacitance and the cell 
capacitance. Figure 9 shows the circuit configuration for this measurement. By injecting an ac signal 
at the open end of the external capacitor and measuring the signal at the source of the channel 3 out- 
put MOSFET, one can calculate the total capacitance of this channel using the following formula: 

Q = (go/gc) C e 

where go is the source- follower gain with the signal injected at V re f, go is the gain with the signal 
injected at the external capacitor node, and C e is the external capacitance (in this case, 2.2 pF). 

External capacitors are not provided for the other channels. It is assumed that the capacitances of 
all the cells are identical so that the measurement of the total capacitance of channel 3 can be used to 
calculate the node capacitances of the other channels. The result of the gain and node-capacitance 
measurements are given in table 1 . 

Responsivity and Dark Current 

The response of the Module 01 detector array could only be measured under static operation, 
which involves the direct measurement of the photocurrent of each individual detector in a nonmul- 
tiplexed mode. The array could not be multiplexed because of the high leakage current which was 
attributed to faulty MOSFET switches and/or a malfunctioning electronics board. 

For the static measurements, the reset and the enable switches of the detector under test were 
turned on, and all the other channels were turned off. None of the output source-followers were pow- 
ered. The photocurrent of the detector was then measured directly by an electrometer (Keithley 642) 
connected to the V re f node. A typical unit-cell circuit for static measurements it shown in figure 10. 

As the first step, the dark current-voltage (I-V) characteristic of channel 3 was measured at dif- 
ferent ambient temperatures. The dark background is established when the blackbody and all the 
other components in the optical path are at the He-bath temperature, in which case the detector’s 
field of view is 180°. The dark I-V measurement, in addition to giving us the detector’s dark current, 
would reveal the detector’s breakdown voltage and, therefore, the optimum (or near-optimum) 
operating point. The results of this test are shown in figure 11. The breakdown occurs at about 
±300 mV, which is lower than expected. The low breakdown voltage may occur because the detec- 
tors are made of low-compensation material, or it could be due to poor contact electrodes. The dark 
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currents of the other channels were determined with the array biased at -264 mV, which is thought to 
be nearly an optimum operating point just below the breakdown voltage. 

The results of these tests indicate that channels 3 and 4 have similar dark currents which are 
lower than those of the other two channels. Channels 5 and 6 were excessively noisy at 4.2 K, but 
much quieter at lower temperatures. The dark current of the array at 3.0 K is about three orders of 
magnitude lower than that at 4.2 K. This suggests that the individual detectors in the array may 
exhibit a lower noise equivalent power (NEP) at 3.0 K. The NEP of the system, however, may be 
limited by the switching noise, defeating the detector’s noise advantage. It should be noted that the 
leakage current of the MOSFET switches, which is small but nonzero, and any other spurious current 
were compensated for by subtracting out the zero-bias offset current. No effort was made to measure 
the leakage current of the MOSFET switches. Table 2 summarizes the results. 

In order to determine the responsivity of the detectors, it is necessary to calculate the total 
amount of the background flux. Since the filter stack limits the radiation seen by the detectors to a 
very narrow spectral window, the blackbody radiation as well as the detectors’ responsivity can be 
consideied constant over the effective bandwidth of the filter. The total flux, then, is the radiation 
flux density at the center of the filter, within the detectors’ solid angle, multiplied by the bandwidth 
of the filter. 

The responsivities of channels 3 and 4 were measured by measuring each detector’s photocurrent 
as a function of the incident power. The detectors were biased at —264 mV. The blackbody tempera- 
ture was varied from 5 K to 75 K, providing the radiation power ranging from 9.85 x 10-21 \y 
(5 photons/sec), corresponding to dark background, to 8.94 x 10 ~^ W (4.8 x 10^ photons/sec). In 
this power range, the responsivity should be independent of the incident radiation if the system per- 
forms as designed and the detectors only see the in-band radiation from the blackbody. In fact, the 
photocurrent-versus-ineident-power test was done to check the integrity of the system. The respon- 
sivities of channels 5 and 6 were measured at a single incident power level. The tests were carried 
out at 4.2 K and 3.0 K. 

The results of the experiment, shown in figure 12 for channel 3, indicate a linear relationship 
between the photocurrent and the incident power, as expected. The slopes of the lines are the respon- 
sivities of the detector at the designated operating temperature. The responsivities of the detectors 
were lower at temperatures below 4.2 K. This was not expected, for previous tests on other Ge:Ga 
detectors done by the authors as well as other investigators had indicated a peak response at about 

3.0 K (ref, 5). The reason for this anomaly was not investigated. A summary of the measured 
responsivities is given in table 2. 

Further tests were carried out on channel 3 to determine its response as a function of the bias 
voltage. For these tests the array was at 4.2 K and the blackbody temperature was kept at 

40.0 ±0.1 K, corresponding to an incident power of 1.59 x 10-13 w (3 5 x 10 7 photons/sec). The 
results are plotted in figure 13. 
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Noise Measurements 


Considering that Module 01 could only be run in the static mode, and that modified circuitry 
(such as a transimpedance amplifier with a cold front end) was required to run the tests, the noise 
performance of this module was not determined. In addition, such a test would be of little value since 
it would not reflect the read noise of the system, which is expected to be the dominant source of 
noise and is the main objective of our investigation here. 


DETECTOR ARRAY MODULE 02 


Detector Assembly 

The detector array Module 02 consists of eight discrete detector elements, only two of which are 
active. The detector geometry is identical to that of Module 01. Unlike Module 01, however, this 
array has two discrete unit cells each having integrated MOSFETs. The semimonolithic design 
should provide better performance than the discrete MOSFET design of Module 01. To be consistent 
with Aerojet’s report (ref. 9), we refer to these detectors along with their cold electronics as chan- 
nels 5 and 6. The temperature of the array is monitored by a calibrated carbon resistor attached to the 
back of the circuit board. 


Focal Plane Electronics 

The typical circuit for a single unit-cell is shown in figure 14. Each cell operates in an 
integration-reset multiplexing scheme identical to that of Module 01. Module 02 provides the 
capability for injecting a signal at the detector node (V reS et-not) to compensate for the charge-injected 
signal generated during the reset pulse. 

Node Capacitance and Gain 

The gain of the output source follower and the node capacitance of each unit cell were measured 
following the procedure described previously, using the circuit configurations shown in figures 8 
and 9. The external 2.2-pF capacitor is connected to the gate of channel 5. The output MOSFET of 
channel 6 was damaged, so channel 6 was completely inoperative. Channel 5 had a source-follower 
gain of 0.84 and a node capacitance of 4.7 pF. 

Responsivity and Dark Current 

The response of the array was determined in two ways: statically, which involves the direct mea- 
surement of the photocurrent of each individual detector in a nonmultiplexed mode; and dynami- 
cally, which involves measurement of the charge-integrated signals at the output of the source 
followers under multiplexed operation. 

Static measurements- Following the procedure described earlier, several tests were conducted 
on the Module 02 array to determine its responsivity and dark current under static conditions. Only 
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channel 5 was tested, because there were problems with the focal-plane electronics of the other 
channel. Figure 15 shows the dark I-V of this detector. This array shows a higher breakdown voltage 
than Module 01, perhaps because of better contact electrodes. The detector’s dark current at tempera- 
tures below 4.2 K, however, is very poor compared with that of Module 01. Surface contamination 
of the detector, among other possibilities, could be a contributing factor. 

With the array at 4.2 K, the photocurrent of channel 5 was measured as a function of the 
incident power which ranged from 9.85 x lCh^l W (5 photons/sec) to 1.56 x lO - ^ w 
(8.3 x 10 8 photons/sec). The detector was biased at -264 mV to provide a direct comparison with 
Module 01 measurements. The more appropriate operating point for this detector, however, is about 
350 mV. The response of the detector was also measured at temperatures below 4.2 K, which again 
showed an unexpected drop at lower temperatures. The results are plotted in figure 16 and are 
summarized in table 3. A plot of the responsivity versus the bias voltage is shown in figure 17. For 
this test, the blackbody temperature was controlled at 40 K, corresponding to an incident power of 
2.77 x 1CH 3 W (1.5 x 10 8 photons/sec). Overall, this array showed higher responsivity than 
Module 01. 

Dynamic measurements- Since only channel 5 of this array was operative, the dynamic tests on 
Module 02 could only be carried out by either turning the channel on and off, which is referred to as 
continuous operation, or multiplexing it with the “pseudochannel” that was provided with the array. 
Neither of these schemes is optimum for characterizing the array; however, the tests would provide 
some useful information. 

In the continuous-operation mode, the V re f node is grounded and the reset switch is clocked at a 
particular frequency; 500 Hz was chosen as the nominal sampling (clocking) frequency. In this 
mode, the source-follower MOSFET is continuously powered and the clock period controls the inte- 
gration time. The signal at the source-follower output is buffered through a preamp and is directly 
monitored on an oscilloscope. The sample-and-hold circuitry is bypassed. Figure 18 shows the 
circuit configuration. 

The detector photocurrent charges up the node capacitor until the reset switch is closed and the 
detector node is clamped to V re f, which is grounded in this case. If the integration time is long 
enough (low sampling frequency), the increasing signal at the node will debias the detector and the 
signal will reach an asymptotic value. Therefore, a detector with a high breakdown voltage not only 
offers higher responsivity but provides better dynamic range. Figure 19 shows the output signal as a 
function of time for different incident power levels. For all these measurements, the detector bias 
was +350 mV, its temperature was 4.2 K, and the total integration time was 2 msec, corresponding to 
a 500-Hz sampling rate. The debiasing of the detector is apparent in these plots. Using the output 
voltage, the gain, and the node capacitance values measured earlier, the responsivity of the detector 
can be calculated. The result is in agreement with the static measurements. The signal was also mea- 
sured at the output of the sample-and-hold, which gave the proper dc signal consistent with the 
analog signal measured directly at the source-follower’s output. 
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Noise Measurements 


Module 02 noise tests were conducted with the array running in the continuous mode. The detec- 
tor temperature was 4.2 K and the blackbody temperature was raised from ambient (for dark tests) to 
75 K (1.56 x 10~ 12 W, 8.3 x 10 8 photons/sec). A fast Fourier transform spectrum analyzer (Hewlett 
Packard 3561 A) was connected to the output of the sample-and-hold (fig. 18). The gain of the 
preamp was set to 10. The noise spectrum of the system was obtained at different sampling frequen- 
cies, as shown in figure 20. The spectrum is relatively flat at frequencies below the sampling rate. 
The dominant 60-Hz noise spike and its harmonics posed a problem, but they could be reduced to 
acceptable levels by proper grounding and shielding of the wires. The presence of the 60 Hz and its 
harmonics is even more pronounced, for they generate a broadband noise spectrum by beating 
against the sampling frequency. No significant change in the noise level was seen as the blackbody 
temperature was increased, which suggests that the array was not background-limited, at least not up 
to the 1.56 x 10 -12 W background levels. The low dynamic range of the detector and the high 
MOSFET noise are the main reasons for not achieving (low) background-limited performance. The 
sample-and-hold noise spectrum at different frequencies was also measured by shorting its input. 
These results are also given in figure 20. 

Figure 21 is a plot of the dark-system noise density (at the sample-and-hold output) and the 
sample-and-hold noise density (sample and hold shorted) as a function of sampling frequency using 
the flat parts of the spectra similar to the spectra presented in figure 20. 

Considering that the preamp gain is 10, the sample-and-hold seems to be the dominant source of 
noise at higher sampling frequencies, whereas the source-follower MOSFET noise becomes domi- 
nant at lower frequencies. For background- limited performance, the array should be run with the 
highest possible system gain to overcome the sample-and-hold noise. The MOSFET noise, on the 
other hand, must be dealt with at the fundamental stage of the design. 

The total rms noise, V n , at the sample-and-hold output, is the integral of the noise-density spec- 
trum of figure 20. It can be approximated, using the following relationship, by assuming that the 
noise density is constant (a reasonable assumption at frequencies well below the sampling 
frequency) and that the samples are uncorrelated: 

V n = v n (fs/2) 1/2 

where v n is the noise density and f s is the sampling frequency. 

A more useful representation of the system noise would be the read noise (electrons/sample) ref- 
erenced back to the output of the detector. The read noise can be calculated by using the rms noise, 
the integration capacitance, and the total system gain, as follows: 

n = (C t V„)/g t e 

where Ct is the total integrating capacitance; g t is the system gain, source-follower and preamp; and 
e is the electronic charge. 
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Figure 22 is a plot of the dark-system read noise as a function of sampling frequency. The solid 
curve is the best fit to the data points. The large deviation of the fit from 10 to 100 Hz is due to the 
dominant 60-Hz noise and its harmonics. 

The NEP of the system, referenced back to the detector, is calculated using the following 
relationship: 


NEP = i„/R , with i n = v n C t fi/gt 

where i n is the current noise density referenced to the detector, and R is the current responsivity. 

It should be noted that because of the limited dynamic range of the detector, the responsivity 
depends on the sampling frequency; therefore, it should be modified to account for the debiasing of 
the detector at low frequencies. The proper scaling factor was obtained by measuring the signal as a 
function of the sampling frequency and finding a frequency (10 kHz in this case) beyond which the 
signal saturation was negligible. 

Using the above relationship and the scaling factor for the responsivity, the NEP of the system as 
a function of sampling frequency was determined. Figure 23 is a plot of the results. The solid curve 
is the best fit to the data points. 

It is apparent from the NEP plot that the optimum sampling frequency is between 200 Hz and 
2 kHz. At lower sampling rates the detector is debiased and the output signal is saturated. MOSFET 
noise of the multiplexing cell, which typically has a 1/f component, becomes dominant and degrades 
the overall signal-to-noise ratio of the system. At higher sampling rates, although the electronics 
noise drops, there is not enough time for the signal to build up, and again the signal-to-noise ratio 
suffers. It should be noted, however, that the optimum sampling frequency is background dependent 
and would be higher for higher background levels. 

It is conceivable that the array would exhibit better noise performance at temperatures below 
4.2 K. This is particularly true for the individual detector elements, since at 3.0 K, the dark current 
drops by a factor of about 7, whereas the responsivity is reduced only by about 25%. However, since 
the system is MOSFET-noise dominated, the full effect of the detector noise advantage at 3.0 K may 
not be realized. Noise tests at temperatures below 4.2 K required additional electrical shielding, and 
were postponed. 


CONCLUDING REMARKS 


We have studied the performance of two multielement Ge:Ga detector arrays under static and 
multiplexed operation in the far infrared. Both arrays and their support electronics were developed at 
Aerojet ElectroSystems and were tested prior to delivery to Ames Research Center. The purpose of 
our study was twofold: (1) to determine the fundamental parameters of the arrays under multiplexed 
operation and to evaluate their applicability to low-background astronomy, and (2) to cross-check the 
results reported by the Aerojet team and to clarify some of their anomalous results. 
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Both arrays, referred to as Modules 01 and 02, consist of eight discrete Ge:Ga detector elements 
placed side by side in a linear arrangement Because of the problems with the focal-plane circuitry, 
however, not all eight elements in each array were active. Module 01 was delivered as a 1- x 4- 
(active) element detector array with discrete MOSFETs and Module 02 as a 1- x 2-element array 
with two discrete unit cells but integrated MOSFETs for each cell. Module 02 is considered to be a 
better design, since, because of its semimonolithic focal-plane electronics, it is theoretically capable 
of superior noise performance. 

Module 01 was equipped with a stressing mechanism that, if used, would have extended the 
spectral range of the array to longer wavelengths. Because of design problems, however, the 
mechanism could not be used, and the module was delivered to Ames unstressed. 

As the first step and in order to ensure the integrity of each detector element, a number of tests 
were conducted on these arrays under static operation. The responsivity of each detector was mea- 
sured at different temperatures and bias levels. Only Module 02 could be tested in dynamic mode. 
The results are summarized below. 

1. Two (out of four) channels of Module 01 were excessively noisy, so a limited number of 
measurements were taken on these channels. Module 02 had only one operating channel; the second 
channel had faulty MOSFETs. 

2. Because of a very high leakage current, Module 01 could not be tested in the multiplexed 
mode. In addition, since only one channel of Module 02 was operative, the dynamic tests on Mod- 
ule 02 could only be carried out by either turning the channel on and off or multiplexing it with a 
“pseudochannel,” neither of which is a realistic mode of operation. 

3. At 4.2 K and with the detectors biased at -264 mV, the responsivity was measured and 
found to be about 300 AAV, which is higher than expected. This may be because of the detector’s 
beveled end which could substantially improve the quantum efficiency by inducing total internal 
reflection. Assuming unity quantum efficiency, photoconductive gain would be 3.5, which is high 
but not unreasonable. Our responsivity calculations rely on a cryogenically cooled filter stack which 
precisely defines a narrow spectral window at 106 Jim with a definite radiation solid angle. The 
results are consistent with the Aerojet results, which are based on measuring the average responsivity 
of the array over the entire active range of the detector and subsequently using that average to calcu- 
late the responsivity at 100 jj.m. 

4. The responsivity of the individual detectors, even within the same module, was only uniform 
to within 25%. Considering that all detector elements in both arrays were constructed from the same 
wafer, it is speculated that some have better and more uniform contact electrodes and thus provide a 
more efficient active region along the length of each detector. 

5. The breakdown voltage of both arrays was about ±300 mV, which is lower than expected; 
Module 02 had higher breakdown voltage than Module 01. This could be because of the low- 
compensation detector material or poor contact electrodes, or both. Better procedures for making the 
contact electrodes could result in a higher breakdown voltage, which would both increase the 
responsivity and improve the dynamic range of the array. 
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6. The dark current of both modules showed significant improvement as they were cooled 
below 4.2 K. Module 01, however, was substantially better in this regard than Module 02. 

7. The responsivity of both arrays dropped as they were cooled below 4.2 K. Aerojet tests indi- 
cated similar results. From the previous work on Ge:Ga detectors, the maximum response of the 
detector was expected to be at about 3 K. 

8. The gain and node-capacitance measurements yielded satisfactory results consistent with 
Aerojet’s reported values. 

9. In the dynamic mode, the responsivity of the single channel of Module 02 agreed with the 
results from the static measurements. Detector debiasing, however, is a point of concern. At a 
500-Hz sampling rate, the array was clearly in saturation because of the low bias voltage. 

10. Both the sample-and-hold and the multiplexed signal showed a 1/f (sampling frequency) 
dependence. The sample-and-hold noise can easily be overcome by increasing the system gain. The 
MOSFET noise, however, is a more serious problem and will have to be dealt with at the design 
level. 

11. At 4.2 K and with the detector biased at 350 mV, the optimum system read noise was 
6100 electrons/sample and the NEP was 1.0 x 10~ 16 W/VHz. The low (up to 1.56 x 10 -12 W, 

8.3 x 10® photons/sec) background-limited performance was not achieved, primarily because of the 
limited dynamic range and the high MOSFET noise. Although noise tests at temperatures below 
4.2 K were not carried out, it is conceivable that the array would exhibit better noise performance at 
about 3.0 K. 

The effort reported herein should be recognized as a starting point for future developments of 
integrated far-infrared detector arrays for low-background astronomy. Considering that certain 
aspects of the system fell short of the optimum design configuration generally seen in state-of-the-art 
systems, the results were informative and, at least for some parts, encouraging. The lack of more 
conclusive results can be attributed primarily to the fact that the arrays were not perfected to the 
point that reliable data could be obtained. Even at the discrete detector level, the arrays did not per- 
form as well as they should have. The large difference in the responsivity of the detector elements 
and the low breakdown voltage would degrade the overall performance of the array. The nonuni- 
formity of the output MOSFETs is a serious problem which is magnified by the low breakdown 
voltage of the detectors. It is conceivable that even with the detectors at their peak performance, this 
nonuniformity would impose severe limitations, in which case a different type of MOSFET with 
more uniform characteristics may be a logical approach. The charge injection generated by the 
MOSFET switches during the reset pulse is clearly another drawback, especially considering that it 
is larger than the detector bias. Compensating for this transient signal is not a viable solution, for the 
detector becomes unstable and noisy when it crosses the zero bias point. 

It is clear that the multiplexing scheme and the integrated circuit technology used with shorter 
wavelength detectors with very large breakdown voltages are not applicable to Ge:Ga photoconduc- 
tors. The low breakdown voltage of Ge:Ga poses some fundamental problems that require close 
attention at the early stages of focal-plane circuit design. The situation is further complicated if one 
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wishes to extend the long wavelength response of the detector array by applying uniaxial stress. Use 
of other far-infrared detectors such as Ge:Ga blocked-impurity-band (BIB) photoconductors, which 
have inherently larger breakdown voltages and longer wavelength responses, would somewhat alle- 
viate these problems. In either case, however, the development of low-noise cryogenic field-effect 
transistors appropriate for use with detectors with low breakdown voltage should be considered a 
crucial part of the overall effort of far-infrared detector array technology. 
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Table 1. Gains and node capacitances of Module 01 unit cells 


Channels 

Gain 

Capacitance, pF 

3 

0.84 

5.78 

4 

0.88 

3.58 a 

5 

0.76 

3.58 a 

6 

0.85 

3.58 a 


Calculated from channel 3 capacitance. 


Table 2. Responsivity and dark current of Module 01 at 4.2 and 3.0 K: Static tests 8 
Channels Dark Current, A b Responsivity, AAV 


4.2 K 3.0 K 4.2 K 3.0 K 


3 

-7.5 x 10 -11 

-5 x 10~ 14 

290 ±42 

146 ±16 

4 

-7.3 x 10- 11 

-5 x 10- 14 

309+27 

157 ±19 

5 

-1.9 x 10- 10 

-6 x 10- 14 

377 

182 

6 

-1.1 x 10- 10 

-1 x lO" 13 

334 

173 

a Bias = -264 mV. 





b Negative currents signify negative bias. 





Table 3. Responsivity and dark current of channel 5 of Module 02: Static tests 

Bias 

(mV) 

Dark Current, A a 
4.2 K 3.0 K 2.6 K 

4.2 K 

Responsivity, AAV 

3.0 K 2.6 K 

-264 

+350 

-7.1 xlO" 11 -1.1 xlO" 11 -9.4 xlO- 12 
+1.8 xlO- 10 +2.5 xlO- 11 +2.1 xlO- 11 

337 ±19 204 ±18 

584 436 ±27 

172 ±13 
380 ±15 


8 Negative currents signify negative bias. 


15 






Distance from aperture 
to Ge:Ga array: 

Module 01 =1 .85 in. 
Module 02 = 1 .40 in 


Cold 

black body 
0.188 in. 
inside 
aperture. 


0.100-in. aperture 


Shutter, 0.250-in. square hole 


C 




Infrared absorbing 
paint. 



Dewar Cold Plate 




Filters: 

* Black polyethylene 

* Lowpass diamond scatter filter 

* 2-mm-thick KCI crystal 

* Mesh Fabry-Perot (2nd order) 

* 4 limiting apertures 



Figure 1. Optical configuration of the detector system. 



Figure 2. Transmission properties of the copper-mesh Fabry-Perot in the spectral range of the Ge:Ga 
detector at 4.2 K. 
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Transmission Transmission 
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Figure 3. Second order of the copper-mesh 
Fabry-Perot at 4.2 K. 



Figure 5. Transmission properties of the dia- 
mond scatter filter in the spectral range of the 
Ge:Ga detector at 4.2 K. 


“I 



Frequency, cm 1 


Figure 4. Transmission properties of the 2-mm- 
thick KC1 single crystal in the spectral range of 
the Ge:Ga detector at 4.2 K. 



Figure 6. Transmission properties of the filter 
stack at 4.2 K. 
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Figure 11. Dark I-V of channel 3 at 4.2, 3.5, and 3.0 K. 
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Figure 12. Photocurrent of channel 3 as a func- 
tion of incident power at 4.2 and 3.0 K. Slopes 
of lines are responsivities of the detector. 


Figure 13. Responsivity of channel 3 as a 
function of bias. Detector temperature = 4.2 K; 
background radiation = 1.59 x 10 “^ W (8.5 x 
10 7 photons/sec). 
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Current, A (X 10 


Enable 



Figure 14. Module 02 multiplexing unit cell. Components in the box are at the focal plane. Signal 
injected at V reset -not could cancel out the spurious signal generated during the reset pulse. The 
capacitor in dashed lines is the cell capacitor, Ce is the external capacitor provided on channel 5 
only. 



Figure 15. Dark I-V of channel 5. Figure 16. Photocurrent of channel 5 as a func- 

tion of incident power. Detector bias = 

-264 mV. The slopes of the lines are the 
responsivities of the detector. 
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Figure 17. Responsivity of channel 5 as a function of bias. Detector temperature = 4.2 K; 
background radiation = 2.77 x 10" 13 W (1.5 x 10 8 photons/sec). 


v ref Enable= on 



Figure 18. Circuit configuration for dynamic measurement of photocurrent. 
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Figure 19. Source-follower output signal as a function of time at several incident power levels. 
Detector temperature = 4.2 K; bias = 350 mV; total integration time = 2 msec; preamp gain = 10; 
source-follower gain = 0.84. Signal repeats periodically. 
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5 
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Frequency, Hz 
(b) Sampling rate = 5 Hz. 


Figure 20. Dark system noise spectrum of Module 02 at 5 and 500 Hz sampling frequencies. 
Detector temperature = 4.2 K; bias = 350 mV; preamp gain = 10; source- follower gain = 0.84 






Noise density V n , juV/ VRz 



Figure 21. Dark noise density of Module 02 as 
a function of sampling frequency. Detector 
temperature = 4.2 K; bias = 350 mV; preamp 
gain = 10; source -follower gain = 0.84. 


Figure 22. Dark read noise of Module 02 as a 
function of sampling frequency referenced to 
the detector output; the solid curve is the best fit 
to the data points. Detector temperature = 4.2 K; 
bias = 350 mV. 



Figure 23. NEP of Module 02 as a function of sampling frequency; the solid curve is the best fit to 
the data points. Detector temperature = 4.2 K; bias = 350 mV. 
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